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A highly sensitive and selective HPLC–MS/MS method is presented for the quantitative determination of
tiloronoxim and its metabolite tilorone in human blood. An aliquot of 200 �l human blood was extracted
with a mixture of chloroform/ethyl ether (1/2, v/v), using metoprolol as the internal standard (the IS). Sep-
aration was achieved on an Xterra MS C18 column (50 mm × 2.1 mm, 5 �m) with a gradient mobile phase
of methanol/water containing 15 mM ammonium bicarbonate (pH 10.5). Detection was performed using
positive MRM mode on a TurboIonSpray source. The mass transitions monitored were m/z 426.3 → 100.0,
iloronoxim
ilorone
PLC–MS/MS
lood
otal error
easurement uncertainty

m/z 411.3 → 100.0 and m/z 268.3 → 116.1 for tiloronoxim, tilorone and the IS, respectively. The method
was fully validated using total error theory, which is based on �-expectation tolerance intervals and
include trueness and intermediate precision. The method was found to be accurate over a concentration
range of 1–100 ng/ml for both compounds. The measurement uncertainty based on �-expectation tol-
erance intervals was assessed at each concentration level of the validation standards. This method was

pharm
harmacokinetics successively applied to a

. Introduction

Tiloronoxim dihydrochloride, a newly synthesized tilorone ana-
og, is a small molecular interferon inducer [1]. Its bis-basic tricyclic
tructure (see Fig. S1) exhibits antiviral, anti-tumor activity based
n its immunomodulating properties. It is rapidly and widely dis-
ributed in the body and is excreted in urine. Pre-clinic study has
emonstrated the efficacy of tiloronoxim with low chronic toxic-

ty [2]. It is metabolized to several metabolites in human blood and
mong these metabolites, tilorone is a pharmacologically active one
3] (Fig. S1). Both tiloronoxim and tilorone can stimulate Ab pro-
uction of the IgM, IgG, and IgE classes and modulates the humeral
nd cell mediated immune responses. They also suppress a wide
ariety of immune responses and inhibit paralysis [1]. The con-
entration level of tiloronoxim and its metabolite in blood is very
ow after oral administration, which challenges the development
f analytical methods.
A few papers have been published for the determination of
iloronoxim or tilorone in biofluids. Determination of tiloronoxim
nd tilorone in human urine using HPLC–MS/MS method has been
eported and the lower quantification limit was 1 ng/ml [4]. But

∗ Corresponding author. Tel.: +86 10 82266673; fax: +86 10 82266673.
E-mail address: yangli432@yahoo.com.cn (L. Yang).

570-0232/$ – see front matter © 2009 Elsevier B.V. All rights reserved.
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acokinetic study of tiloronoxim in healthy volunteers.
© 2009 Elsevier B.V. All rights reserved.

this method has not been applied to plasma or blood samples.
For blood or plasma samples, only a few publications have been
reported using HPLC/UV methods [5–7]. Among these methods, the
reported lowest quantification limit in blood was 40 ng/ml and this
is not likely to provide sufficient sensitivity for the measurement
of tiloronoxim and tilorone at low levels. In the pharmacokinetic
study of tiloronoxim, the expected Cmax was only about 20 ng/ml
with a dose of 50 mg, which requires a lower limit of quantifica-
tion of no more than 2 ng/ml. Furthermore, lack of specificity in
biological fluids and long analysis time with HPLC/UV methods do
not meet the high throughout needs of pharmacokinetic studies,
which requires a rapid feedback of analytical information. There-
fore, the development of more sensitive and specific methods is of
great importance.

The present paper describes a sensitive, specific and rapid
HPLC–MS/MS method for the simultaneous determination of
tiloronoxim and tilorone in an aliquot of 0.2 ml human blood using
metoprolol as the IS. This method was fully validated to the criteria
of FDA [8].

In the present days, measurement uncertainty has gradually

become an important parameter of analytical performance besides
the validation criteria [9,10]. For that purpose, an original strategy
proposed by the Societe Francaise des Sciences et Techniques Phar-
maceutiques (SFSTP) was applied which was based on accuracy
profiles as a decision tool [11–17]. Using this validation strategy,

http://www.sciencedirect.com/science/journal/15700232
http://www.elsevier.com/locate/chromb
mailto:yangli432@yahoo.com.cn
dx.doi.org/10.1016/j.jchromb.2009.12.016
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t was possible to assess the uncertainty of measurements without
ny further experiments. In this paper, we assessed the measure-
ent uncertainty of the developed method using total error theory.
nd this method was also applied to a pharmacokinetic study of

iloronoxim.

. Experimental

.1. Chemicals

Tiloronoxim dichloride and tilorone dichloride were provided
y Chinese Center for Disease Control and Prevention (Beijing,
hina). Metoprolol fumarate was purchased from National Institute

or the Control of Biological Products (Beijing, China).
HPLC grade methanol (Fisher Chemical, USA) and ammonium

icarbonate (Sigma) were used in the experiments. NaOH (Beijing
hemical Reagents Company, China), chloroform (Beijing Chemi-
al Reagents Company, China) and ethyl ether (Tianjin Chemical
eagents Factory, China) were of analytical grade. Ultrapure water
as prepared with a Milli-Q purification system (Bedford, USA).

Drug free blood was kindly provided by Clinical Laboratory of
eking University Third Hospital.

.2. Apparatus

An Agilent 1100 HPLC system (Agilent Technology, Boeblin-
en, Baden-Wuerttemberg, Germany) coupled to an API 3000 triple
uadrupole mass spectrometer (Applied Biosystems, Foster City,
A) was employed, run by Analyst software (version 1.4, Applied
iosystems, Concord, Ontario, Canada).

The validation results were computed with Microsoft Excel
003.

.3. Preparation of stock solutions, calibration standards and
alidation standards

An appropriate amount of tiloronoxim, tilorone and metopro-
ol (the IS) were dissolved in methanol to prepare stock solutions.

orking solutions were prepared from the stock solutions with
ethanol. All the stock solutions and working solutions were

tored at 4 ◦C. Details about the preparation of calibration stan-
ards and validation standards are shown in supplementary note
(Supplementary Information, SI).

.4. Sample extraction

Frozen blood samples were extracted with a mixture of chloro-
orm and ethyl ether (1/2, v/v), details about extraction procedures
re described in supplementary note 2 in SI.

.5. HPLC–MS/MS conditions

The separation was carried out on an Xterra MS C18 column
50 mm × 2.1 mm, 5 �m, Waters, Santry, Dublin, Ireland). The gra-
ient mobile phase consisted of ammonium bicarbonate (15 mM,
H 10.5, A) and methanol (B). More details about chromatographic
onditions are presented in supplementary note 3 in SI. The mass
pectrometer was operated on positive MRM mode with a Tur-
oIonSpray source, details about MS/MS conditions are given in
upplementary note 4 in SI.
.6. Validation procedures

The method was validated for selectivity, linearity, recovery,
rueness, precision and accuracy. The lower limit of quantification
LLOQ), matrix effect and stability of the analytes in blood were
. B 878 (2010) 492–496 493

also tested. More details about validation standards are described
in supplementary note 5 in SI.

2.7. Pharmacokinetic study

The developed method was applied to a human pharmacoki-
netic study of tiloronoxim. Experimental details are depicted in
supplementary note 6 in SI.

3. Results and discussion

3.1. Method development

Both tiloronoxim and tilorone are strong polar compounds. In
preliminary experiments, methanol and acetonitrile were used
to precipitate proteins, but the chromatograms were rather poor
due to serious matrix effect and high noise. Cost of solid phase
extraction (SPE) method with cartridges was too high and was
not considered. To obtain “clean” samples, liquid–liquid extraction
method was used. Different kinds of organic solvents were tried,
such as ethyl acetate, methyl tert-butyl ether and ethyl ether. But
the recoveries were rather low (<20%) with these solvents even
after basification due to the strong polarity of the analytes. Higher
recovery (about 60–65%) was obtained when using chloroform as
solvent. However, the operation was not convenient because the
organic layer was at the bottom layer. Taking all these factors into
account, a mixture of chloroform and ethyl ether (1/2, v/v) was
employed as the extraction solvent. The liquid–liquid extraction
procedures were performed two times to improve the recovery.

Different types of columns, such as Zorbax XDB C18, Restek Ultra
C18, Sunfire C18 and Xterra MS C18 were tried, using mobile phases
at low pH. But the retention was weak and the matrix effect was
serious. Therefore, a mobile phase with high pH was employed.
Only Xterra MS C18 can endure mobile phases at high pH and hence
it was used in the following experiments. With a gradient mobile
phase containing methanol/ammonium bicarbonate (15 mM, pH
10.5), sharp peaks and strong retentions were obtained with lit-
tle matrix effect. Under these conditions, the retention times of
tiloronoxim, tilorone and the IS were typically 6.3, 6.5 and 4.4 min
(see Fig. 1), respectively. The total analysis time was 8 min for each
run.

The compounds were detected with MRM mode and the
MS/MS parameters were optimized. The precursor ions were
m/z = 426.3 (tiloronoxim) and m/z = 411.3 (tilorone). The MS/MS
spectra are showed in Fig. S2. The quantification transitions were
m/z 426.3 → 100.0 for tiloronoxim, m/z 411.3 → 100.0 for tilorone
and m/z 268.3 → 116.1 for the IS.

3.2. Method validation

3.2.1. Selectivity
No endogenous inferences were observed in extracts from drug

free human blood. The miniatures in Fig. 1 show the representative
chromatograms of a drug free blood sample, demonstrating that
the developed LC–MS/MS method is highly selective.

3.2.2. Matrix effect and extraction recovery
Post-column infusing method was used to check the matrix

effect and we adjusted the retention of the analytes and the IS
away from the suppression regions to minimize the matrix effect.
Further experiments were performed to evaluate the matrix effect

and extraction recovery. The results are shown in Table S1. As can
be seen, the absolute matrix effect ranged from 88.19% to 100.60%
for tiloronoxim and 98.11% to 106.90% for tilorone under cur-
rent conditions. The relative matrix effect was less than 10.57%
for both analytes (Table S1). It indicated that significant matrix
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Fig. 1. Representative chromatograms of a spiked blood sample and a d

ffect was absent. The recoveries were calculated from the response
atio of the validation standards to drug free samples spiked post-
xtraction at the same concentration. The mean recoveries for
iloronoxim and tilorone were 52.80% and 55.20%, respectively.

.2.3. Response functions

To determine the most suitable regression mode for the method,

ifferent calibration models have been evaluated. Seven calibration
tandards were prepared and analyzed in duplicates on three days.
ndependent validation standards were analyzed at three levels in
ve replicates on three days.

able 1
ethod validation results of tiloronoxim and tilorone in human blood.

Response function Tiloronoxim

Calibration model Calibration range (7 level
Weighted 1/X linear regre

Trueness Spiked conc. (ng/ml) Relative bias (%)
1 6.67
2 −2.53
10 5.90
50 1.75

Precision Spiked conc. (ng/ml) Repeatability/intermedia
1 3.76/8.77
2 4.56/11.65
10 4.52/7.97
50 4.97/10.09

Accuracy Spiked conc. (ng/ml) Lower/upper �-expectati
1 0.96/1.18
2 1.94/2.46
10 9.94/11.82
50 47.62/59.14
Spiked conc. (ng/ml) �-Expectation lower and

limits of the relative erro
−3.24/16.58

1 −14.37/9.31
2 −2.71/14.51
10 −9.05/12.55
50 1–100

Linearity Range (ng/ml) 0.0308
Slope 0.00113
Intercept 0.9953

LLOQ (ng/ml) r 1
e blood sample (tiloronoxim conc.: 50 ng/ml; tilorone conc.: 50 ng/ml).

From the data obtained, the concentrations of the validation
standards were back-calculated to determine the mean rela-
tive bias, the standard deviation for intermediate precision and
finally the upper and lower �-expectation tolerance limits at 95%
level.

Different accuracy profiles were plotted and the weighted (1/X)

linear regression was found to be the most suitable one. The accep-
tance limits were set at ±15% at mid- and high-validation levels and
±20% at low-validation levels. The accuracy profiles are shown in
Fig. S3. The response functions obtained by applying these regres-
sion models are presented in Table 1.

Tilorone

s) Calibration range (7 levels)
ssion Weighted 1/X linear regression

Relative bias (%)
0.53
3.60
1.96
3.60

te precision (RSD%) Repeatability/intermediate precision (RSD%)
8.18/13.38
5.41/9.93
5.56/7.79
7.39/7.45

on limits (ng/ml) Lower/upper �-expectation limits (ng/ml)
0.86/1.16
1.84/2.30
9.33/11.07
47.77/55.83

upper tolerance
r (%)

�-Expectation lower and upper tolerance
limits of the relative error (%)
−14.43/15.49
−7.73/14.93
−6.52/10.44
−4.18/11.38
1–100
0.0303
−0.00892
0.9990
1
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Table 2
Estimates of measurement uncertainties using the selected regression models.

Spiked conc. (ng/ml) Uncertainty of bias (ng/ml) Uncertainty (ng/ml) Expanded uncertainty k = 2 (ng/ml) Relative uncertainty (%)

Tiloronoxim
2 0.12 0.26 0.52 13.36

10 0.41 0.94 1.87 8.84
50 2.63 5.76 11.53 11.33

Tilorone
2 0.10 0.23 0.47 11.33

10 0.35 0.87 1.73 8.48
50 1.16 4.03 8.06 7.78

Table 3
Pharmacokinetics parameters of three groups of healthy volunteers after single doses of tiloronoxim (n = 12).

Parameter 50 mg 100 mg 150 mg Relative coefficient (r)

Tmax (h) 1.9 ± 1.0 1.8 ± 0.9 2.3 ± 0.8
Cmax (ng/ml) 23.4 ± 11.1 57.4 ± 22.4 90.2 ± 26.5 0.9892

256
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1.2
0.00
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The pharmacokinetic parameters were calculated with 3P97
software. The data fitted well by two-compartment model with
a weighting factor of 1/c2. Main pharmacokinetic parameters are
shown in Table 3.
AUC0–t (ng/ml/h) 327.0 ± 125.7 718.5 ±
AUC0–∞ (ng/ml/h) 392.5 ± 150.5 822.5 ±
t1/2(ke) (h) 9.7 ± 1.4 9.1 ±
Ke (1/h) 0.077 ± 0.009 0.073 ±

.2.4. Trueness
Trueness in terms of relative bias (%) was assessed from the vali-

ation standards of tiloronoxim and tilorone at three concentration
evels, as can be seen from Table 1. The results were acceptable
ccording to the FDA criteria.

.2.5. Precision
The precision of the method was determined by computing the

elative standard deviation for repeatability and intermediate pre-
ision at each validation levels for both compounds. The results
re presented in Table 1. As can be seen, the repeatability and
ntermediate precisions of tiloronoxim ranged over 4.52–4.97% and
.79–11.65%, respectively. For tilorone, repeatability and interme-
iate precisions were 5.41–7.41% and 7.45–9.93%, respectively.

.2.6. Accuracy and LOQ
Accuracy refers to the closeness of agreement between the test

esults and the nominal values [17]. It takes into account the total
rror, i.e. the sum of systematic and random errors, related to the
est results. As presented in Table 1, the upper and lower rela-
ive �-expectation tolerance limits of the mean bias (%) did not
xceeded the acceptance limit at each validation level. Therefore,
he method was accurate over the concentration range investi-
ated. The lower limits of quantification (LLOQ) were 1 ng/ml for
oth compounds.

.2.7. Linearity of the results
To evaluate the linearity of the method, a linear regression curve

as fitted on the back-calculated concentrations of the calibration
tandards. The equations obtained and the coefficients of the deter-
ination were shown in Table 1. As shown in Table 1, the regression

tted well with coefficients >0.99 for tiloronoxim and tilorone. The
inearity was demonstrated using �-expectation tolerance interval
pproach (Fig. S4). The results showed that the upper and lower �-
xpectation tolerance limits were included inside the acceptance
imits over the whole range of linear levels for both compounds.

.2.8. Stability
The results of stability evaluation in human blood are sum-
arized in Table S2. The mean recoveries of tiloronoxim ranged
rom 104.13% to 108.67% after 3 freeze–thaw cycles. For tilorone,

ean recoveries ranged between 101.23% and 115.00% after 3
reeze–thaw cycles. The results demonstrate that tiloronoxim and
ilorone were stable in blood after enduring three freeze–thaw
.0 1056.0 ± 389.8 0.9991

.5 1195.6 ± 452.8 0.9991
9.4 ± 1.2

9 0.074 ± 0.008

cycles. And there is no degradation for both compounds in human
blood after storage at room temperature for up to 12 h. The reconsti-
tute samples can endure 12 h in auto sampler at room temperature
for both compounds.

3.2.9. Uncertainty assessment
As a parameter of performance, the uncertainty characterizes

the dispersion of the measurand. The measurement uncertainty
was evaluated at each validation level according to the demon-
stration of Feinberg et al. [18] and the results are summarized in
Table 2. The expanded uncertainty was computed using a coverage
factor (k) of 2, representing a 95% confidence level. As shown in
Table 2, the relative uncertainty of each compound at all validation
levels did not exceed 15%, which demonstrates that with a confi-
dence level of 95%, the unknown true value located at maximum
±15% around the measured result.

3.3. Pharmacokinetics

The developed HPLC–MS/MS method was applied to a phar-
macokinetic study of tiloronoxim after single doses of tiloronoxim
tablets. Fig. 2 shows the blood concentration–time profiles of three
doses.
Fig. 2. Blood concentration–time profiles of different doses of tiloronoxim (n = 12).
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. Conclusions

The developed HPLC–MS/MS method for the simultaneous
uantification of tiloronoxim and tilorone in human blood was
apid, selective and highly sensitive with a LLOQ of 1 ng/ml for
oth compounds. Only 0.2 ml of blood was needed, which greatly
acilitated the collection of samples. The method covered a broad
oncentration range of 1–100 ng/ml for both compounds. The val-
dation approach using accuracy profiles based on �-expectation
olerance intervals for the total measurement error allowed evalu-
ting the capacity of the method to give fit for the purpose results.
he measurement uncertainty was estimated without any addi-
ional experiments. The uncertainty results demonstrate that with

confidence level of 95%, the true value of measurand located
t maximum ±15% around the measured result. The validated
ethod was successively applied to a pharmacokinetic study of

iloronoxim.

ppendix A. Supplementary data

Supplementary data associated with this article can be found, in

he online version, at doi:10.1016/j.jchromb.2009.12.016.
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